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1.  SCOPE .  This  TOP  describes  procedures  for  measuring  the  sound  levels 
transmitted  through  air  of  developmental  and  production  materiel  as  a 
means  of  evaluating  personnel  safety,  speech  intelligibility,  security 
from  acoustic  detection  and  recognitior  ,  and  community  annoyance  (by  a 
drive-by  test).  It  covers  tests  for  steady-state  noise  from  military  ve¬ 
hicles  and  general  equipment,  and  impulse  noise  from  weapon  systems  and  a 
explosive-ordnance  materiel.  For  materiel  that  produce  sound-pressure  / 
levels  171  db  (6.89  kPa  or  1,0  psi)  and  above,  the  procedures  and  in- 
•trumentation  described  in  TOP  4-2-822,1/  for  measuring  blast  overpvp^, 
sure,  apply.  This  TOP  does  not  include  procedures  for  measuring  thf  / 

noise  from  aircraft.  \  'v,  V 

/  N  v  .  • 

1 /  Footnote  numbers  match  those  in  References,  Appendix  c.  / V  '  ■■■., 
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2.  FACILITIES  AND  INSTRUMENTATION . 

2.1  Facilities. 

2.1.1  Stationary  Operation  Teats. 

a.  For  movable  test  items,  select  an  open  area  of  uniform  grade 
that  la  free  of  all  sound-reflecting  surfaces  (such  as  buildings,  trees, 
hillsides,  or  signboards)  and  interfering  sound  sources  within  30  m 
(100  ft)  of  the  test  item  and  sound-measuring  instrumentation.  The 
terrain  surface  must  be  paved,  stone,  hard  dirt,  or  other  material 
having  similar  acoustic  characteristics.  State  the  test  conditions 

in  the  test  report. 

b.  For  test  items  permanently  mounted,  test  the  item  on-site,  and 
state  the  conditions  in  the  test  report. 

NOTE:  Where  no  references  are  givan,  the'  test  conditions  and  procedures 

listed  have  evolved  over  a  number  c<f  years  at  Aberdeen  Proving  Ground, 
and  they  are  still  used  for  these  tests. 

c.  por  a  test  item  that  produces  sound  levels  within  10  db  of 
the  average,  ambient,  sound-pressure  level  of  the  test  site,  use  an 
anechoic  chamber  that  has  an  ambient,  sound  "pressure  level  at  least 
10  db  below  that  of  the  item  being  tested,  end  always  at  least.  10  db 
below  the  criteria.  (NOTE:  See  TOP  V* 2-822  for  converting  do,  pci, 
and  kPa.)  Where  applicable  use  a  winostreen  when  testing  in  wind  ve¬ 
locities  of  9  Van/hr  (6  mph)  or  more,  but  measurements  shall  not  be  made 
at  velocities  of  19  km/hr  (12  mph)  or  mere.  (Exception.'  For  aur  1- 
nondetectability  measurements  the  use  of  convent  ional  background-noise 
corrections  is  permitted.  See  ANSI  31.13.).?/ 

2,1,2  Interior-Noise  Tests.  The  following  ;Oune*  are  required: 

a.  Vehicle  course:  A  smooth,  straight,  paved  road,  that  is 
level  (i)£  grade)  and  free  of  all  loose  gravel  it  other  fvn-eigti  matter; 
long  enough  to  allow  the  vehicle  to  accelerate  iy  10  km/ hr  Increments 
to  the  maximum  speed  tolerated  by  the  vehicle,  operator,  or  track  in 
all  forward  gears  and  to  maintain  that  speed  for  at  leur.  L'0  seconds; 
and  free  of  all  sound-reflecting  surfaces  for  a  d. ’.stance  of  30  m  on 
each  side.  For  tracked  vehicles  without  rubber  pads,  a  similar  course 
of  compact  earth  having  a  cone  index  in  the  range  cf  100  to  ,50  is  re¬ 
quired  unless  otherwise  specified. 

b.  Watercraft  course:  A  body  of  water  of  sufficient;  area  and 
smoothness  to  permit  normal  operation  and  maneuvering  of  the  croft-  at 
maximum  operational  speeds.  For  pass-by  tests,  the  area  must  be  free 
of  large  obstructions  (large  piers,  breakere,  etc.)  for  a  minimum  of 
30  m  from  the  course  the  craft  is  to  follow.  Place  three  marker  buoys 
in  a  straight  line  15  m  (50  ft)  apart  to  mark  the  course. 
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2.1.i'  Exterior-Noise  7iests  of  Moving  Equipment.  These  tests  require  a 
smooth,  straight,  paved  road  that  is  level  (1%  grade)  and  free  of  all 
loose  gravel  or  other  foreign  matter;  at  least  60  m  (200  ft)  in  length; 
and  free  of  all  sound-ref leciing  surfaces  for  30  m  on  each  side.  For 
tracked  vehicles  without  rubber  pads,  a  similar  course  of  compact  eai_h 
having  a  cone  index  in  the  range  of  100  to  150  is  required  unless  other¬ 
wise  specified.  Measurements  are  not  made  when  either  the  road  surface 
or  measurement  surface  is  wet,  covered  with  snow  or  ice,  or  during  pre¬ 
cipitation,  unless  requested  by  the  test  sponsor. 

2.1.4  Aural-Nondetbctability  Tests  for  Steady-State  Noise.  For  these 
tests  select  an  open  area  of  uniform  grade;  with  a  uniform,  flat,  grass 
surface  free  of  tall  vegetation,  snow,  or  other  sound-absorbing  mate¬ 
rials;  and  free  of  sound-reflecting  surfaces  for  a  radius  of  at  least 
80  m  (260  ft)  from  the  center  of  the  area.  For  stationary  tests  of 
extremely  low-noise-level  items,  use  an  anechoic  chamber. 

2.1.5  Speech-Intelligibility  Tests.  When  possible,  use  the  natural 
environment  of  the  test  item  (i.e.,  its  normal  position  of  intended 
use)  when  testing  against  speech-intelligibility  criteria.  One  of  the 
following  will  usually  be  required: 

a.  Open-field  facility:  An  open  field,  free  of  all  large  build¬ 
ings  or  high  hills  that  would  reflect  or  block  sound  energy,  and  having 
an  arabiert- sound  level  equal  to  or  below  50  db(A). 

b.  Closed-room  facility:  A  room  or  chamber  similar  in  acoustic 
characteristics  to  the  location  in  which  the  teat  item  is  used.  Vehicle- 
communication  seta  are  tested  in  the  vehicle(s)  in  which  they  are  in¬ 
tended  to  be  used.  The  ambient  noise  will  vary  with  respect  to  the 
facility,,  and  it*  no  facility  is  specified,  use  50  db(A)  an  the  maximum 
allowable,  ambient-pressure  level. 

2.1.6  Air-Conditioner  Teats.  These  tests  require  a  chamber  with  an 
-.acoustical  tile  ceiling  and  a  movable  wall  to  provide  a  room  of  the 
size  for  which  the  air  conditioner  was  designed.  The  room  should  be 
empty  except  far  sound-measuring  instrumentation  and  electrical  heater 
hanks . 

2 ..1,7  Firing  Tests.  Select  <.  range  to  suit  the  type  of  weapon  and 
firing  or  detonation  requirements. 

2.2  Instrumentation. 


MAXIMUM  Pl-.RMI  S  SJ  HLE 

ITEM  ERROR  OF  MEASUREMENT* 

Steady-state  noise-measuring  ±2  db  fvcm  20  Hz  to  18  V’.Hz 
system  (2.2.1  below) 

i 

♦Values  may  be  assumed  to  represent  +2  standard  deviations;  thus,  the 
stated  tolerances  should  not  be  exceeded  in  more  than  1  measurement  of  20. 
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ITEM  (CONT  *  D) 

Impulse-noise-measuring 
system  (2.2.2  below) 

Sound-level  calibrator 

Tachometer  (engine  speed) 

Meteorological  equipment: 

Wind  speed 

Wind,  direction 
Ambient  temperature 

Relative  humidity 
2.2.1  Steady-State  Noise  System. 
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MAXIMUM  PERMISSIBLE  ERROR 
~0F  MEASUREMENT  (CONI’' D) 

Peak  pressure  level  to  ±1  db, 
A-duration,  B-duration  to  £10% 

Calibration  signals  to  ±0.3  db 

0  to  5000  rpm,  £2%  full-scale  range 

0  to  9  m/s,  £0.8  m/s  (0  to  20  mph, 
+1-3/4  mph) 

+3* 

-35e  to  +50°  C,  +0.2°  C  (-31°  to 
122°  F,  +3°  F) 

5%  to  1G0%  RH,  £3% 


a.  Microphones:  Microphones  shielded  against  wind  effects,  having 
an  essentially  flat  response  at  grazing  incidence  (90°)  should  be  used. 
Microphones  having  an  essentially  flat  response  at  normal  incidence  (0°) 
can  be  used  only  with  the  addition  of  a  random- incidence  corrector.  They 
must  have  a  flat  frequency  response  between  20  Hz  and  18  kHz. 


b.  Sound- level  meters:  Conforming  to  the  requirements  for  type 
1  as  specified  by  ANSI  SI. 4. 2/ 

c.  ctave-band  filter  sets:  Conforming  to  the  requirements  for 
type  E,  class  II  as  specified  by  ANSI  SI. 11. A' 

d.  Magnetic  tape  recorder:  Having  a  flat  frequency  response  from 
20  Hz  to  18  kHz  (2  db) . 


2.2.2  Impulse-Noise  System. 

a.  Microphones  must  have  a  flat  dynamic  response  of  £2  db  over 
the  frequency  range  of  20  Hz  to  70  kHz.  Microphones  having  the  appropri¬ 
ate  dynamic  range,  rise-time  characteristics  and  suitable  conditioning 
electronics,  should  be  used  for  measurements  up  to  approximately  170  db. 
Procedures  for  measu.  ng  171  db  and  above  (such  as  muzzle  blast  from 
veapons)  arc  described  in  TvTF  4-2-822. 
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b.  Air-pressure  transducers  (i.e.,  pressure  gages),  such  as 

i  those,  described  in  TOP  4-2-822,  are  required  for  peak-pressure  measure¬ 
ments  171  db  and  above. 

c.  A  frequency-modulated  (FM) ,  magnetic-tape  recorder,  having  a 
frequency  response  up  to  80  kHz  (±0.5  db)  is  required. 

d.  An  oscilloscope  with  means  to  record  the  display  output  is 
required . 

2.2.3  Alternate-Noise  Instrumentation.  Any  sound-recording  devices, 
components,  or  combinations  of  instrumentation  used  as  part  of  or  in 
lieu  of  the  above  items  shall  conform  to  ANSI  S6.1d/  and  applicable  pro¬ 
visions  of  ANSI  SI. 4. 

3.  REQUIRED  TEST  CONDITONS. 

3.1  Safety. 

a.  All  personnel  exposed  to  hazardous  noise  or  blast  levels  must 
wear  hearing  protection  as  required  by  Chapter  4,  Section  IV  of  AR  40- 5-' 
or  equivalent  as  prescribed  by  the  pertinent  SOP.  Personnel  who  will  be 
occupationally  exposed  to  steady-state  noise  levels  of  85  db(A)  or  greater 
or  peak-pressure  levels  of  impulse  noise  above  140  db  shall,  also  be  en¬ 
tered  in  a  hearing- conservation  program  as  outlined  in  TP  Med  501.1/ 

b.  During  tests  neither  the  operator  nor  crew  members  shall  occupy 
the  location(s)  where  the  noise  is  being  measured, unless  they  are  es¬ 
sential  to  the  operation  of  t  he  test  item  and  the  hearing  protection 
provided  is  capable  of  reducing  the  expected  noise  to  nonhazardous 
levels.  (See  Paragraph  5. 4. 1.1,  Table  5  and  Figure  5  of  MIL-STD-1474B 
(MI). 8/ 

3.2  Facilities. 

a.  Facilities  shall  meet  the  requirements  specified  in  Paragraph 

2.1. 

b.  There  shall  be  a  sketch  made  showing  location  and  orienta¬ 
tion  of  test  item  and  microphone  or  transducers  w  ’,th  respect  to  the 
test  site. 

c.  Tests  will  be  conducted  with  the  test  item  configured  and 
operated  as  expected  during  field  training  or  combat  conditions. 
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d.  If  equipment  requires  an  external  power  'generator  or  other 
similar  aids,  the  test  will  be  conducted  with  all  appropriate  sub¬ 
systems  operating. 

3.3  Instrumentation. 

a.  Appropriate  instrumentation  will  be  selected  from  that  listed 
in  Paragraph  2.2. 

b.  All  instrumentation  used  shall  have  a  valid  calibration 
certification.  Hake  an  instrumentation- alignment  check  at  the  test 
site  before,  during,  and  immediately  after  the  test  by  measuring  a 
sound  of  known  frequency  and  sound-pressure  level  using  the  microphone 
and  recording  system  installed. 

c.  When  the  presence  of  one  or  more  operators  is  required,  the 
sensing  transducer  will  be  mounted  150  mm  (6  in.)  from  the  ear  of 
each  person:  for  impulse-noise  measurements  -  150  mm  from  the  ear 
.losest  to  the  noise  source  ari  on  a  straight  line  between  the  ear 
and  the  noise  source;  for  measurements  of  steady-state  noise  -  150  mm 
to  the  right  of  the  right  ear.  If  a  wall  or  other  reflecting  surface 
is  less  than  300  mm  (12  in.)  from  the  ear,  the  microphone  will  be  po¬ 
sitioned  equidistant  from  the  ear  and  that  surface. 

With  no  operator  present,  measurements  shall  be  made  at  the 
center  of  expected  head  positions.  For  standard  test  purposes,  this 
position  will  be  1.5  m  (60  in.)  above  the  ground  plane  for  standing 
personnel  and  800  mm  (31.5  in.)  above  the  seat  for  seated  personnel. 

3.4  Test  Item. 

3.4.1  Vehicles . 

a.  Equip  all  vehicles  with  a  calibrated  tachometer. 

b.  When  possible  select  new  vehicles  for  the  test — vehicles 
that  have  completed  the  prescribed  break-in  time.  Inspect  for  normal 
operation  in  accordance  with  the  appropriate  specification  and  to  in¬ 
sure  that  all  auxiliary  equipment,  in  continuous  use  when  the  vehicle 
is  in  motion,  is  installed  and  operating  normally. 

c.  Load  all  load-carrying  vehicles  (trucks,  trailers,  forklifts, 
etc.)  with  two-thirds  of  their  usual  rated  payloads. 

d.  Install  all  panels,  canvas,  louvers,  and  equipment  used  on 
the  vehicle. 
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e.  Check  an'  adjust  tire  pressure  or  track  tension  to  that 
prescribed  for  the  oad. 

3.4.2  Stationary  Equipment. 

a.  All  safety  equipment  such  as  guards,  mufflers,  and  warning 
devices  shall  be  installed. 

b.  All  noise-producing,  auxiliary  equipment,  normally  used  with 
the  test  item,  shall  be  installed. 

3.5  Environment. 

a.  Ambient  noise  level  for  steady-state  noise  tests  shall  be  at 
least  10  db  below  the  noise  being  measured;  for  impulse-noise  tests, 

25  db  below  the  noise  being  measured. 

b.  Tests  shall  not  be  conducted  when  wind  exceeds  5.4  m/s  (12  mph) , 
or  during  precipitation.  Microphones  shall  be  shielded  from  wind  ef¬ 
fects  under  all  conditions. 

c.  When  the  ambient  temperature  changes  more  than  3°  C  (5°  F) 
during  the  conduct  of  the  test,  an  instrumentation-alignment  check 
(step  3.3b)  shall  be  made  after  each  series  of  measurements. 

3.6  Data  Requirements. 

a.  Prepare  an  acoustical  test-data  form  similar  to  the  sample 
dat*  sheet  presented  in  Appendix  B  and  appropriate  for  the  specific 
test'  planned. 

b.  Record  information  on  the  test  item,  the  time  and  place  of 
test  trials,  and  the  conditions  under  which  the  test  is  to  be  con¬ 
ducted.  (See  upper  section  of  data  sheet  in  Appendix  B.) 

4.  TEST  PROCEDURES. 

4.1  Steady-State  Noise  Tests.  For  test  purposes,  steady-state  noise 
is  defined  as  a  periodic  or  random  variation  in  atmospheric  pressure 
at  audible  frequencies.  It  may  bo  continuous,  intermittent,  or  fluctu¬ 
ating,  with  the  sound-pressure  level  varying  over  a  wide  range,  pro¬ 
vided  such  variations  have  a  duration  exceeding  one  second.  This 
definition  is  taken  from  M1L-STD-1474B(MI) ,  Paragraph  3.16. 
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4.1.1  Methods . 

4. 1.1.1  Noise  Tests  of  Stationary  Equipment. 

a.  Generators,  pumps,  heaters,  and  other  power  equipment. 


(1)  Place  microphones  at  the  approximate  centers  of  the 
probable  head  positions  of  all  operating  personnel  and  at  positions 
1.5  m  from  each  side  and  each  end  of  the  test  item,  1.5  m  above  the 
ground  plane. 


(2)  Operate  equipment  in  a  manner  most  descriptive  of  its 
normal  operating  condition  and  record  db(A),  db(C),  and  octave-band 
pressure  levels  at  all  microphone  locations.  When  the  noise  generated 
by  operating  conditions  varies  due  to  load,  speed,  or  other  reasons, 
conduct  the  test  under  that  condition  which  produces  the  highest  noise 
level. 


(3)  When  the  operating  noise  level  is  85  db(A)  or  greater 
at  a  distance  of  1.5  m,  determine  the  distances  and  directions  from  the 
noise  source  at  which  the  noise  level  is  equal  to  85  db(A) .  Make  as 
many  readings  as  necessary  to  accurately  plot  an  85-db(A)  contour  curve 
(Paragraph  5.1). 


b.  Vehicles. 


(1)  Place  microphones  150  mm  to  the  right  of  the  driver's 
right  ear  and  at  the  center  of  the  probable  head  locations  of  the  assistant 
driver,  crew  members,  and  passengers. 


NOTE;  When  the  occupants  consist  of  a  group  of  five  or  more  persons 
in  vehicles  such  as  personnel  carriers  and  buses,  a  noise  sur¬ 
vey  will  be  made  of  all  occupied  spaces,  and  five  positions 
covering  the  range  from  the  highest  to  the  lowest  noise  levels 
will  be  selected  to  represent  the  noise  level  for  the  entire 
crew. 


(2)  If  an  85-db(A)  contour  curve  around  the  exterior  of  the 
vehicle  is  required,  place  microphones  on  30°  radials  around  the  vehicle, 
using  at  least  3  microphones  per  line  with  at  least  1  microphone  located 
at  a  higher  than  85-db(A)  location, ' and  at  least  one  at  a  lower  than 
85-db(A)  location.  (See  also  Paragraph  4.1.1.1a(3)  above.) 

(3)  Operate  the  vehicle  at  idle  and  at  two-thirds  of  the 
maximum-rated  engine  rpm.  Operate  vehicles  having  torque  converters  at 
their  maximum,  attainable,  governed  speed  at  torque-converter  stall  con¬ 
ditions.  Observe  appropriate  limitations  on  idle  and  stall  operations 
to  prevent  overheating  or  damage. 
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(4)  Record  db(A),  db(C),  and  octave-band  pressure  levels 
at  all  interior  microphone  locations  with  windows  open  and  again  with 
windows  closed. 

(5)  Hake  additional  noise  measurements  as  necessary  at  all 
crew  positions  in  the  vicinity  of  any  auxiliary  equipment,  such  as 
heaters,  blowers,  and  hydraulic  pumps,  with  engine  idling. 

c.  Air  Conditioners. 

(1)  Mount  the  air  conditioner  so  that  the  grille  is  1.22  m 
(48  in.)  from  the  floor  and  centered  in  one  end  of  the  wall  of  the  air- 
conditioner  test  facility,  with  the  evaporator  side  protruding  at  least 
102  nun  (4  in.)  inside  the  wall  (Figure  1). 

(2)  Record  the  sound-pressure  level  at  three  locations 
inside,  and  three  locations  outside  the  test  chamber  as  follows: 

Inside:  On  a  centerline  perpendicular  to  the  evapora¬ 
tor  grille,  30°  to  the  left,  and  30°  to  the  right  of  that  centerline. 

All  positions  are  1.22  m  from  the  center  of  the  grille  and  1.22  m  above, 
the  floor. 

Outside:  On  a  centerline  perpendicular  to  the  con¬ 
denser  grille,  45°  to  the  left,  and  45°  to  the  right  of  that  centerline. 
All  positions  are  1.22  m  from  the  center  of  the  grille  and  at  a  height 
on  line  with  the  center  of  the  grille. 

(3)  Operate  the  air  conditioner  at  its  maximum  cooling 
capacity  (coldest  temperature  setting  and  maximum  blower  speed)  and 
record  db(A),  db(C),  and  octave-band  pressure  levels  at  each  microphone 
location. 


IICROPHONE 

(TYPICAL) 
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4.1. 1.2  Interior-Noise  Tests  of  Moving  Equipment, 

a.  Wheeled  vehicles. 

(1)  Place  microphones  150  mm  to  the  right  of  the  driver's 
right  car  and  at  the  center  of  the  probable  head  position  of  the  as¬ 
sistant  driver,  and  at  all  positions  normally  occupied  during  field  use. 
For  vehicles  expected  to  carry  more  than  five  persons,  plnce  microphones 
at  five  representative  positions  selected  as  a  result  of  a  noise  survey 
conducted  as  described  in  Paragraph  4. 1.1. lb (1)  NOTE,  but  with  the  ve¬ 
hicle  moving  over  a  paved  test  course. 

(2)  Operate  the  vehicle  in  10  km/hr  increments  to  the  maxi¬ 
mum  speed  tolerated  by  the  vehicle,  operator,  or  track  in  the  highest 
gear,  over  a  paved  test  course  (Paragraph  2.1)  with  any  auxiliary  equip¬ 
ment  that  adds  to  the  overall  noise  level  (e.g.,  heaters,  blowers,  air 
conditioners)  in  operation.  Additional  measurements  may  be  made,  in  all 
other  gears  at  two-thirda  of  maximum  or  posted  vehicle  speed  for  that 
gear. 


(3)  Record  db(A),  db(C),  and  octave-band  pressure  levels 
at  each  microphone  location  for  each  gear  range  with  the  windows  or 
hatches  both  open  and  closed. 

b.  Tracked  vehicles.  Conduct  the  test  as  in  Paragraph  4. 1,1. 2 
above  except  that  when  the  tracks  are  without  rubber  pads,  operate  the 
vehicles  on  compact  earth  (Paragraph  2,1.2a). 

c.  Small  watercraft.  (Applies  to  craft  having  fixed  positions 
for  crew  and  passengers  and  sound  generated  only  by  the  propulsion  unit.) 

(1)  Place  a  microphone  at  the  approximate  ear  positions  of 
the  operator,  each  crew  member,  and  each  passenger. 

(2)  Operate  the  craft  in  calm  water  -  150  mm  waves  or  lesa 
-  at  five  evenly  spaced  speed  increments  from  slow  to  maximum, 

(3)  Record  db(A),  db(C),  and  an  octave-band  analysis  at 
each  microphone  location  for  each  speed. 

d.  Large  watercraft.  (Applies  to  vessels  with  multiple  sour.-s 
of  noise.) 


(1)  Operate  the  vessel  in  waters  not  tp  exceed  moderate 
seas  -  1-m  (3-ft)  waves  or  less  -  at  varying  speeds  up  to  and  including 
top  speed  (flank). 

(2)  Conduct  a  noise  survey  of  the  pilothouse,  crew  com¬ 
partment,  engine  rooms,  and  work  areas  under  all  conditions  of  vessel 
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operation,  using  a  sound-level  meter.  With  all  special  equipment 
normally  used  in  that  compartment  operating,  determine  positions  of 
maximum  noise. 

(3)  Place  a  microphone  in  the  area  of  maximum  noise  of 
each  compartment  and  record  the  db(A),  db(C),  and  octave-band  analysis 
for  the  condil:ion-of-vessel  operation  that  produces  the  most  noise. 

(A)  When  cargo-handling,  vehicle-movement,  or  pumping 
operations  art-,  part  of  the  normal  working  operation  of  the  vessel,  con¬ 
duct  a  separate  test  of  each  of  these  operations  while  the  vessel  is 
moored. 

4. 1.1. 3  Exterior-Noise  Tests  of  Moving  Equipment  (Drive-By) . 
a.  Motor  vehicles..?/ 

(1)  Place  a  marker  on  the  centerline  of  the  vehicle  path. 
At  a  point  farther  down  the  path  and  15.2  m  to  one  side  of  the  center- 
line,  place  a  microphone.  For  vehicles  wider  than  2.75  m  (9  ft)  measure 
the  15.  2— in  distance  from  the  side  of  the  vehicle  closest  to  the  micro¬ 
phone  . 


(2)  Set  the  sound-level  meter  for  fast  response  on  the 
A-weighted  network. 

(3)  In  a  gear  that  will  allow  the  vehicle  to  reach  maximum 
engine  speed,  operate  the  vehicle  in  10  km/hr  increments  to  the  maximum 
speed  tolerated  by  the  vehicle,  operator,  or  track  by  the  time  it  reaches 
the  marker.  At  the  marker  start  accelerating  so  as  to  reach  maximum  en¬ 
gine  speed  18.3  to  30.5  m  farther  down  the  path. 

(A)  Observe  the  sound-level  meter  during  the  period  thaL 
the  vehicle  i3  accelerating  and  record  maximum  db(A)  values  as  the 
vehicle  is  driven  past  the  microphone.  The  applicable  reading  it.  the 
highest  sound  level  obtained  for  the  run  ^ignoring  peaks  caused  by  ex¬ 
traneous  ambient  noises). 

■'5)  Make  at  least  three  measurements  on  each  side  of  the 
vehicle  unless  it  becomes  obvious  after  the  first  run  that  one  side  is 
definitely  higher  in  sound  level.  Report  the  sound  level  for  the  side 
of  the  vehicle  with  the  highest  readings. 

(6)  Report  the  sound  level  as  the  average  of  the  two  high¬ 
est  readings  hat  are  within  2  db  of  each  other. 

b.  Powered  mobile-construction  equipment.  (From  SAE  Procedure 
J-366b;  for  further  details  see  SAE  J88a.)A2/  Conduct  this  test  using 
the  same  procedure  as  in  Paragraph  A.1.1.3a  above  except: 

(1)  Place  the  microphone  15.2  m  from,  and  perpendicular  to, 
the  longest  side  surface  of  the  equipment  being  tested  (Figure  3), 
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Figure  2.  Motor  Vehicle  Drive-by  Noise  Test. 


Figure  3.  Powered  Mobile-Construction-Equipment,  Drive-by  Noise 
Tent.  (From  SAE  J08n.) 
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1.2  m  above  the  ground  plane. 

(2)  Operate  self-propelled  equipment  In  a  forward,  Inter¬ 
mediate  gear  over  the  prescribed  course  (Figure  3)  at  full-governed- 
englne  speed.  Operate  hydrostatic  or  electrically  driven  equipment 

as  nearly  as  possible  to  one-half  Its  maximum  ground  speed. 

(3)  Test  scrapers,  spreaders,  water  distributors,  and 
other  equipment  having  major  nolse-generatlng  machinery  with  that  ma¬ 
chinery  In  operation. 

c.  Watercraft.  (From  SAE  Procedure  134a. )Ai/ 

(1)  Place  a  microphone  25  m  (82  ft)  from  the  line  de¬ 
scribed  by  three  course  markers  (Paragraph  2.1.2b)  on  a  dock,  a  floating 
platform,  or  another  boat.  Position  the  microphone  so  that  it  is  per¬ 
pendicular  to  the  line  of  markers,  opposite  the  center  marker  at  1.2 
to  1.5  m  (4  to  5  ft)  above  the  water  surface,  and  not  closer  than  0.6  m 
(2  ft)  to  the  surface  of  the  dock  or  platform  on  which  the  microphone 
stands. 


(2)  Set  the  sound-level  meter  for  fast  response  on  the  A- 
weighting  network. 

(3)  Operate  the  craft  so  that  it  passes  within  approxi¬ 
mately  0.5  to  1  m  of  the  far  side  of  all  three  markers  with  the  engine 
operating  at  the  midpoint  of  the  full-throttle  rpm  range  recommended  by 
the  manufacturer. 

(4)  Observe  the  sound-level  meter  while  the  craft  is  pass¬ 
ing  the  markers  and  record  the  maximum  db(A)  reading. 

(5)  Make  at  least  three  measurements  for  each  side  of  the 

craft. 

(6)  Report  the  sound  level  for  each  side  of  the  craft 
using  the  average  of  the  two  highest  readings. 

4. 1.1. 4  Aural-Nondetectablllty  Tests.  Select  from  Table  1  a  measure¬ 
ment  distance  that  corresponds  to  the  nominal-nondetectability  range 
desired  or  requested  by  the  requirements  document.  Unless  otherwise 
specified,  the  octave-band-pressure  levels  measured  at  the  "measure¬ 
ment  distances"  must  not  exceed  those  values  listed  in  the  table  for  any 
band  if  nondetectability  is  to  be  achieved  at  the  corresponding  distances. 
If  the  ambient  noise  is  less  than  10  db  below  the  level  of  the  test  item, 
the  use  of  conventional,  background-noise  corrections  is  permissible 
(ANSI  SI. 13).  If  the  test  item  is  small  end  meets  the  safety  require¬ 
ments,  the  test  may  be  conducted  in  an  anechoic  chamber.  When  measuring 
the  noise  of  a  large  item  at  close  distances,  the  measurement  distance 
must  be  more  than  three  times  the  major  dimension  of  the  item. 
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Table  1  -  Limiting  Octave-Band  Levels  (db)  for  Aural  Nondetectability* 


Nominal 

Nondetectability 
Distance  (meters) 

Measursment 
Distance**  . 

Canter  Frequency 

(Hz) 

(meters) 

63 

125 

250 

500 

IK 

2K 

4K 

8K, 

5 

1-1/4 

48 

34 

32 

32 

32 

32 

32 

32 

10 

2 

50 

36 

34 

34 

34 

34 

34 

34 

20 

2 

56 

42 

40 

40 

40 

40 

40 

41 

30 

2 

60 

46 

44 

44 

44 

44 

44 

45 

100 

6 

60 

46 

44 

45 

45 

45 

47 

48 

200 

10 

62 

48 

46 

46 

47 

48 

51 

53 

300 

10 

66 

52 

50 

50 

51 

53 

57 

61 

400 

15 

65 

51 

49 

49 

50 

53 

58 

64 

*00 

20 

64 

50 

48 

49 

50 

53 

60 

67 

750 

25 

66 

52 

50 

51 

53 

58 

68 

78 

1000 

25 

68 

54 

52 

54 

57 

63 

77 

90 

1250 

25 

70 

56 

54 

56 

60 

67 

C5 

102 

1500 

25 

72 

58 

56 

59 

63 

72 

93 

1]  3 

2000 

25 

74 

60 

58 

62 

68 

80 

108 

135 

4000 

25 

80 

66 

64 

72 

84 

108 

NA 

NA 

1000 

50 

62 

48 

46 

48 

51 

56 

70 

83 

2000 

50 

68 

54 

52 

56 

62 

73 

102 

128 

3000 

50 

72 

58 

56 

61 

70 

88 

131 

NA 

4000 

50 

74 

60 

58 

66 

78 

102 

NA 

NA 

5000 

50 

76 

62 

60 

70 

85 

114 

NA 

NA 

6000 

50 

78 

64 

62 

73 

91 

127 

NA 

NA 

*Prom  M1L-8TD- 1474B (MI) . 

**Slant  range  from  noise  source  to  microphone. 

a.  Vehicle  stationary  -  silent  watch. 

(1)  Place  a  microphone  1.2m  above  the  ground  plane  at  a 
measurement  distance  selected  from  Table  1. 

(2)  Record  the  ambient,  sound-pressure  levels  in  each  oc¬ 
tave  band  with  the  vehicle  completely  silent. 

(3)  Place  the  vehicle  in  a  tilent-watch  condition;  i.e., 
radio,  rangefinder,  and  other  electronic  euqipmcnt  turnnd  on  and  all 
other  noise-producing  devices  or  equipment  turned  off. 

(4)  Maks  a  noise  survey  around  the  vehicle  using  a  port¬ 
able  sound-level  meter  to  determine  that  side  which  produces  the  maxi¬ 
mum  noise.  Orient  the  vehicle  so  that  the  noisiest  side  faces  the 
microphone,  and  record  the  sound-pressure  levels  in  each  octave  band. 
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b.  Vehicle  stationary  -  combat  readiness.  Repeat  the  proced¬ 
ure  described  in  a  above  with  the  vehicle  engine  at  idle  and  all  heaters , 
weapon  systems,  and  electronic  Instruments  operating. 

c.  Vehicle  moving. 

(1)  Piece  the  microphone  in  the  center  of  a  50-m  (164-ft) 
radius  circle  and  record  the  ambient,  sound-pressure  level  In  each 
octave  band. 

(2)  Operate  the  vehicle  in  both  clockwise  and  counter¬ 
clockwise  directions  at  speeds  of  5,  10,  15,  20,  25,  30  km/hr,  and 
record  the  sound-pressure  level  in  each  octave  band. 

NOTE:  If  there  ar?  variations  in  the  sound-pressure  level  with  re¬ 
spect  to  vehicle  position  on  the  course,  use  only  those  po¬ 
sitions  producing  the  highest  readings  to  determine  the  non- 
detectable  distance. 

d.  Equipment  at  idle  (standby  condition). 

(1)  Place  the  nicrophone  at  the  selected  distance  from 
the  test  item.  While  the  item  is  completely  silent,  record  the  ambient 
aound-preBsure  level  in  each  octave  band. 

(2)  Turn  the  equipment  to  its  lowest  operable  condition 
(idle)  and  again  record  the  sound-pressure  level  in  each  octave  band. 

NOTE:  Orient  the  test  item  so  that  the  aide  of  the  test  item  gener¬ 
ating  the  highest  noise  level  is  facing  the  microphone. 

Make  an  octave-band  analysis  at  this  point. 

e.  Equipment  at  maximum  working  condition.  Use  the  procedure 
described  in  d  above  except  operate  the  test  equipment  at  its  normal 
maximum-load  condition.  EXCEPTION:  If,  by  reducing  or  increasing  the 
speed  or  working  condition  of  the  test  ;‘tem,  the  noise  level  increases, 
conduct  the  test  at  that  speed  or  condition  that  produces  higher  noise 
levels  unless  detrimental  to  the  test  item  to  do  so. 

4. 1.1. 5  Speech-Intelligibility  Tests.  For  equipment  that  requires  ef¬ 
fective  oral  communication  among  crew  or  passengers  for  field  employ¬ 
ment,  a  speech-intelligibility  test  may  be  necessary.  Such  a  test  is 
particularly  important  if  the  Bound-pressure  levels  recorded  at  each 
significant  crew  or  passenger  position  (as  determined  in  accordance 
with  Paragraphs  4.1..  1.1  through  4. 1.1. 4  above)  approach  or  exceed  the 
noise  limits  stated  in  Section  5.1.1  of  M1L-STD-1474B(MI)  as  reproduced 
in  Tables  2  and  3. 

When  required,  conduct  the  speech-intelli;;ibility  test  as  de¬ 
scribed  in  TOP  l-2-610.±l' 
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TABLE  2 

STEADY-STATE  NOISE  CATEGORIES 


System  Requirement 

Category 

No  direct  person-to-person  voice  communication 
required.  Maximum  design  limit.  Hearing  pro- 
tection  required. 

A 

System  requirement  for  electrically  aided  com¬ 
munication  via  attenuating  helmet  or  headset. 

Noise  levels  are  hazardous  to  unprotected  ears. 

B 

No  frequent  direct  perBon-to-person  voice  com¬ 
munication  required.  Occasional  shouted  commu¬ 
nication  may  be  possible  at  a  distance  of  one 
foot.  Hearing  protection  required. 

C 

No  frequent  direct  person-to-person  voice  com¬ 
munication  required.  Occasional  shouted  commu¬ 
nication  may  be  possible  at  a  distance  of  two 
feet.  Levels  in  axcess  of  Category  D  require 
hearing  protection. 

D 

Occasional  telephone  or  radio  use  or  occasional 
communication  at  distances  up  to  1.5  m  (5  ft? 
required.  (Equivalent  to  NC-70.) 

E* 

Frequent  telephone  or  radio  use  or  frequent 
direct  communication  at  distances  up  tci  l.'i  m 
(5  ft)  required.  (Equivalent  to  NC-60.) 

F* 

*For  design  of  mobile  or  transportable  systems.  For  fixed  plant  facili¬ 
ties,  see  M1L-STD-1472. 

NOTE:  Categories  A,  B,  C,  and  D  are  based  primarily  on  henring  con¬ 
servation  priorities,  while  the  remaining  categories  are  based 
primarily  on  communication  requirements. 
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TABLE  3 

STEADY-STATE  NOISE  LIMITS  FOR  CATEGORIES  OF 
PERSONNEL-OCCUPIED  AREAS  * 


Oct.we  Band 
Center 


Frequency 

A*  ♦ 

&♦♦ 

C*e 

D*  ♦ 

£**  * 

p*** 

63  Hz 

130  db 

121  db 

111  db 

106  db 

125 

119 

111 

101 

96 

250 

110 

103 

94 

89 

500 

106 

102 

88 

83 

1000 

105 

100 

85 

80 

112 

100 

84 

79 

| 

4000 

110 

100 

84 

79 

* 

8000 

110 

100 

86 

81 

. 

db(A) 

Criteria 

108 

1)0 

90  Th"  65 

75 

65 

Alternate  PSIL-4  Criteria  67  57 


NOTE:  For  conversion  of  preferred  frequencies  to  commercial  fre¬ 
quencies,  see  ANSI  Si. 11. 

♦From  MIL-STD-14  74B(MI) 

.♦♦In  those  cases  where  the  mission  profile  for  the  equipment  being  de¬ 
veloped  exceeds  eight  hours  of  operation  in  each  24  hours,  the  limits 
specified  in  Categories  A,  B,  C,  and  l)  shall  be  reduced  sufficiently  to 
allow  for  an  exposure  for  longer  than  eight  hours,  as  approved  by  the 
procuring  activity  in  conjunction  with  the  Surgeon  General’s  Office, 
HQDA,  DASG-PSP,  Washington,  DC  20314. 

♦♦♦Criteria  in  Categories  E  and  F  are  defined  by  either  the  sound  level  in 
db(A)  or  the  preferred  speech  interference  level  (PSIL-4).  The  db(A) 
sound  level  is  the  desired  requirement.  Where  it  is  not  possible  to 
meet  the  specified  db(A)  level,  the  corresponding  PSIL-4  level  require¬ 
ments  shall  be  met. 
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4. 1.1. 6  Typical-Duty-Cycle  Tests.  When  the  typical-duty-cycle  noise 
level  is  specified  by  the  requirements  document,  determine  the  equi¬ 
valent  continuous  noise  level  (Leq)  (sic)  of  the  test  item  as  described 
in  M1L-STD-1474B(MI) . 

4.1.2  Data  Required.  Record  the  following  data  for  each  test,  com¬ 
pleting  the  form  prepared  earlier  (Paragraph  3.6). 

a.  Test-item  nomenclature  end  idenMf iration  data. 

b.  Test-item  condition  (e.g.,  hatch  position,  with  or  without 
muffler,  percent  load,  speed,  etc.). 

c.  Test  site  (surface,  terrain,  etc.). 

d.  Type  of  test  (stationary,  highway,  drive-by,  etc.). 

e.  Meteorological  data  (temperature,  humidity,  barometric  pres¬ 
sure,  sky  cover,  wind  direction,  and  velocity). 

f.  Nomenclature,  model  and  serial  number.*,  and  manufacturer  of 
all  instruments  used. 

g.  Name  of  test  conducter  and  equipment  operator. 

h.  Microphone  locations. 

1.  Sound  levels  in  db(A),  db(C),  and  in  each  octave  band 

j.  Noise-contour  data  (distances  and  directions  from  the  equip¬ 
ment  at  which  the  specified  noise  limit  is  measured). 

4.2  Impulse-Noise  Tests.  Tor  test  purposes,  impulse  noise  is  defined 
as  a  short  burst  of  acoustic  energy  consisting  of  either  a  single  im¬ 
pulse  or  a  series  of  impulses.  The  pressure-time  history  of  a  single 
impulse  Includes  a  rapid  rise  to  a  peak  pressure,  followed  by  a  some¬ 
what  slower  decay  of  the  pressure  envelope  to  ambient  pressure,  both 
occurring  within  1  second.  A  series  of  impulses  may  last:  longer  than 
1  second.  The  following  data  are  required  for  the  evaluation  of  im¬ 
pulse  noises: 

a.  Peak  pressure  level  in  db  or  psi. 

b.  A-duration  (Pressure-Wave  Duration)  -  The  time  required  for 
the  pressure  to  rise  to  its  principal  positive  peak  and  return  momen¬ 
tarily  to  ambient  pressure.  (See  M1L-STD-1474B(MI)  for  additional  in¬ 
formation.  ) 
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c.  B-Duration  (Pressure-Envelope  Duration)  -  The  duration  of  the 
primary  portion  of  an  impulse  noise  plus  the  duration  of  significant 
subsequent  fluctuations.  These  durations  are  considered  to  be  the  time 
interval  during  which  the  envelope  of  pressure  fluctuations  (positive 
and  negative)  iu  within  20  db  of  the  peak-pres3ure  level.  Significant 
subsequent  pressure  fluctuations  are  those  whose  summed  duration  is 
greater  than  10%  of  the  duration  of  the  primary  portion.  The  primary 
portion  of  an  impulse  noise  is  that  period  of  time  which  is  followed  by 
a  level  which  remains  20  db  below  the  peak-pressure  level  for  a  signifi¬ 
cant  duration.  (See  Paragraph  50  in  the  appendix  of  MIL-STD-1474B(MI) 
for  a  more  detailed  explanation.) 

4.2.1  Methods.  The  procedures  below  apply  to  all  impulse-noise  tests 
that  follow: 

a.  Select  appropriate  instrumentation  in  accordance  with  Para¬ 
graph  2.2.  When  the  expected  pressure  levels  are  170  db  and  below, 
use  fast-response  microphones.  When  the  expected  pressure  levels  are 
171  db  and  above,  follow  procedures  of  TOP  4-2-822. 

b.  Record  impulse  noises  using  one  of  ..he  following  techniques: 

(1)  Photograph  the  trace  obtained  on  u  cathode-ray  oscillo¬ 
scope  connected  to  the  transducer  system. 

(2)  Record  the  impulse  noise  with  an  FM  tape  recorder  having 
a  flat  (0.5  db)  frequency  response  up  to  at  least  40  kHz.  (If  speed- 
reduction  techniques  and  direct-readout  devices  are  used  in  the  analysis 
of  the  recorded  noise  data,  the  frequency-response  characteristics  of 
the  devices  must  be  at  least  proportionally  equivalent  to  the  character¬ 
istics  of  the  recording  device.) 

c.  Measure  peak-pressure  level  and  B-duration  from  data  recorded 
during  firing  of  at  least  3  rounds.  If  the  extreme  spread  of  peak- 
pressure  level  exceeds  3  db,  then  additional  rounds  will  be  fired  until 
the  number  of  rounds  equals  or  exceeds  the  extreme  spread  in  db.  Use 
the  mean  peak  pressure  and  B-duration. 

d.  Use  procedures  below  to  map  a  140-db  noise-contour  curve: 

(1)  Encircle  the  test  item  with  transducers  placed  1.5  m 
above  the  ground  as  close  to  the  test  item  as  is  considered  safe  (in 
accordance  with  associated  guidance  documents,  with  one  transducer  on 
each  30°  radial  centered  at  the  test  item  (Figure  4).  Tf  the  weapon 

can  be  considered  symmetrical,  measurements  may  be  made  on  one  side  only. 

(2)  Place  a  second  series  of  transducers  twice  the  distance 
sway  from  the  noise  source  as  the  first  transducers,  a  third  series  of 
transducers  twice  the  distance  as  the  second,  and  finally  a  fourth  series 
of  transducers  twice  the  distance  as  the  third.  From  this  configuration 
of  transducers,  a  140-db  noise-contour  curve  around  the  test  item  can  be 
predicted  by  interpolation. 
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4. 2.1.1  Weapon-Firing  Tests.  The  following  teats  are  conducted  on  an 
appropriate  firing  range  (Paragraph  2.1.7).  Unless  otherwise  stipu¬ 
lated,  all  weapons  are  positioned  under  realistic  conditions  comparable 
to  those  employed  in  combat  or  training  missions.  For  weapons  with 
various  charges  (e.g.,  separately  loaded  artillery  ammunition),  the 
charge  that  produces  the  highest  peak-pressure  level  will  be  measured, 
in  addition  to  those  charges  producing  lower  levels.  Where  impulse 
xxoise  emanates  from  the  rapid  burning  of  a  propellant,  measurements 
should  also  be  taken  with  toe  round  at  the  upper  and  lower  operating- 
temperature  conditions  specified  by  system  requirements. 

a.  Hand-held  and  shoulder  weapons. 

(1)  Mount  hand-held  and  shoulder  weapons  in  a  test-firing 
fixture  with  their  barrels  or  tubes  1.5  m  above  and  parallel  to  the 
ground  plane  when  practical. 

(2)  Mount  one  sensing  transducer  at  the  center  of  the 
probable  head  position  of  the  operator  and  another  sensing  transducer 

2  in  (6  ft)  to  the  left  or  right  of  the  major  noise  source  of  the  weapon 
(e.g.,  perpendicular  to  the  muzzle  for  closed-breech  systems,  and  per¬ 
pendicular  to  the  rear  for  rocket  launchers)  at  the  same  height  as  the 
major  noise  source. 

(3)  Remotely  fire  3  rounds,  allowing  enough  time  between 
rounds  for  the  noise  pulses  from  the  preceding  round  to  decay  to  ambient 
before  the  next  round  is  fired.  When  automatic  weapons  are  tested,  it 
may  be  necessary  to  load  the  weapon  one  round  at  a  time. 

(4)  Record  peak  pressure,  A-duration,  and  B-duration  for 
each  round  as  outlined  in  Paragraph  4.2.1c. 

b.  Rifle  with  grenade  launcher. 

(1)  Mount  the  rifle  in  a  test-firing  fixture  with  the 
rifle  butt  resting  on  the  ground  and  the  barrel  elevated  to  its  maximum 
safe  position  for  launching  grenades. 

(2)  Mount  one  sensing  transducer  at  the  center  of  the 
probable  head  position  of  the  operator  and  another  transducer  2  m  to 
the  left  or  right  of  the  muzzle  at  the  same  height  as  the  muzzle. 

(3)  Launch  at  least  3  grenades  and  record  the  peak  pres¬ 
sure,  A-duration,  and  B-duration  of  each  launching  as  outlined  in 
Paragraph  4.2.1c. 
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j  c.  Machine  guns  (tripod-mounted). 

j  (1)  Mount  the  machine  gun  in  a  test-firing  fixture  repre- 

""C  1  sentative  of  its  normal  tripod-mounting  condition. 

'■>'  j 

~y  ,  (2)  Mount  a  sensing  transducer  at  the  center  of  the  prob- 

able  head  position  of  each  crew  member,  and  mount  another  sensing  trans¬ 
ducer  2  m  to  the  left  or  right  of  the  muzzle  at  the  same  height  as  the 
muzzle. 


(3)  Fire  at  least  3  separate  rounds  with  enough  time  be¬ 
tween  rounds  for  the  pulse  envelope  to  decay  to  ambient  before  the  next 
round  is  fired.  Record  peak  pressure,  A-duration,  and  B-duration  in 
accordance  with  Paragraph  A. 2.1c. 

d.  Recoilless  rifles. 

(1)  Mount  the  recoilless  rifle  in  a  firing  fixture  so 
that  the  tube  is  1.5  m  above  and  parallel  to  the  ground  plane,  or  in 
its  tactical  firing  position  (usually  on  a  jeep). 

(2)  Mount  a  sensing  transducer  at  the  center  of  the  prob¬ 
able  head  position  of  each  crew  member  (gunner  and  assistant  gunner), 
and  another  transducer  2  m  to  the  left  or  right  of  the  muzzle  at  the 
same  height  as  the  muzzle.  Mount  additional  sensing  transducers  at  as 
many  positions  around  the  weapon  as  necessary  to  describe  the  140-db 
noise-contour  curve  (Paragraph  A. 2.. Id). 

(3)  Fire  at  least  3  rounds  and  record  peak-pressure 
level,  A-duration,  and  b-duration  at  the  crew  positions  and  the  peak 
pressures  around  the  test  item  to  establish  the  lAO-db  noise-contour 
curve . 


e.  Mortars.  (See  TOP  A-2-822.) 

(1)  Position  the  weapon  for  remote  firing  so  that  the 
mortar  tube  is  facing  down  range. 

(2)  Mount  a  sensing  transducer  at  the  center  of  the  prob¬ 
able  head  position  of  each  crew  member;  mount  another  sensing  trans¬ 
ducer  2  m  to  the  left  or  right  of  the  muzzle  at  the  same  height  as  the 
muzzle;  and  mount  additional  sensing  transducers  at  as  many  locations 

as  necessary  to  accurately  describe  the  lAO-db  noise-contour  curve 
(Paragraph  A. 2. Id). 

(3)  Conduct  tests  with  the  weapon  positioned  at  both  the 
minimum  and  maximum  safe-tube  elevations. 
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;  (A)  Fire  at  least  3  rounds,  and  record  the  peak-pressure 

level,  A-duration,  and  B-duration  at  the  crew  positions  and  the  peak 
pressures  around  the  test  item  to  establish  the  140-db  noise-contour 
•  curve . 

!  f.  Small  arms  mounted  in  •  aides. 

(1)  Mount  the  weapon  in  or  on  the  vehicle  as  it  would  be 
under  normal  combat  or  training  eondi  t,.cnu. 

(2)  Position  the  vehicle  to  create  the  most  severe  noise 
conditions  with  respect  to  the  crew  members  (e.g.,  gu »  firing  directly 
over  the  hatch  of  a  crew  member)  when  firing  the  weapon  down  range. 

(3)  Mount  a  transducer  at  the  center  of  the  probable  bond 
position  of  each  crew  member  while  in  n  seated  position. 

With  the  vehicle  hatches  closed,  fire  the  weapon  and 
record  sound-pressure  level,  A-duration,  and  B-duratiou  at  each  ere./ 
position, 

Repeat  the  above  test  with  the  hatches  open. 


(A)  Mount  a  transducer  at  the  center  of  the  probable 
head  positions  of  all  crew  members,  simulating  their  heads  protruding 
from  an  open  hatch.  Fire  the  weapon  and  record  the  sound-presBui a  leve1 . 
A-duration,  and  B-duration  at  each  crew  position. 


g.  Towed  Artillery. 

(1)  Position  the  weapon  on  an  appropriate  rn.ige  in  the 
same  manner  as  it  would  be  used  for  the  training  of  personnel.  (See 
TOP  4-2-822  also.)  The  weapon  will  be  tested  at  minimum  QE,  at  medium 
QE,  and  at  the  maximum  QE  (within  range  safety  limits)  of  the  weapon. 

(2)  Mount  a  sensing  transducer  at  the  center  of  the  proba¬ 
ble  head  position  of  each  crew  member  and  instructor,  and  mount  addi¬ 
tional  sensing  transducers  at.  as  many  locations  around  the  weapon  aw 
necessary  (See  TOP  4-2-822  also)  to  accurately  construct  a  140-db  nc iso- 
contour  curve  (Paragraph  4. 2. Id). 

(3)  Fire  the  weapon  as  many  times  as  necessary  (So.c  TO. 
4-2-822.),  but  at  least  3  for  each  elevation  to  establish  the  peak  pres¬ 
sure,  A-duration,  and  B-duration  for  each  transducer  location  in  accor¬ 
dance  with  Paragraph  4.2.1c. 

h.  Self-propelled  artfller  (open  mount). 

(1)  See  TOP  4-2-822. 
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(2)  Position  the  vehicle  on  an  appropriate  range  so  that 
the  gun  is  facing  forward  with  respect  to  the  vehicle  and  down  range. 

The  weapon  will  be  tested  at  minimum  QE,  at  medium  QE,  and  at  the  maxi¬ 
mum  QE  within  range  safety  limits  of  the  weapon. 

(3)  Proceed  with  the  test  as  in  g  above. 

i.  Self-propelled  artillery  (closed  mount  or  turret). 

(1)  Position  the  vehicle  on  an  appropriate  range  so  that 
the  gun  is  facing  forward  with  respect  to  the  vehicle  and  down  range. 

Raise  the  muzzle  to  the  elevation  (within  the  range  safety  limits) 
that  produces  the  highest  noise  level. 

(2)  Mount  a  sensing  transducer  at  the  center  of  the  proba¬ 
ble  head  position  of  each  crew  member  while  seated  in  the  vehicle.  Close 
all  hatches  during  firing. 

(3)  Mount  a  sensing  transducer  15.2  m  to  th  left  or  right 
of  the  muzzle  and  1.5  m  above  the  ground  plane  (to  represent  an  adjacent 
vehicle) . 

(4)  Fire  the  weapon  as  many  times  as  necessary,  but  at 
least  3,  to  establish  the  peak  pressure,  A-duration,  and  B-duration  for 
each  transducer  location  in  accordance  with  Paragraph  4.2.1c. 

j.  Air  defense  weapons. 

(1)  Position  the  weapr'*  on  an  appropriate  firing  range 

so  that  it  is  facing  down  range.  Elevate  the  gun  muzzle  to  the  position 
(within  the  range  safety  limits)  that  produces  the  highest  noise  level 
achieved  in  normal  firing. 

(2)  Mount  sensing  transducers  at  the  center  of  the  probable 
head  positions  of  all  crew  members  and  operating  personnel,  and  mount  as 
many  sensing  transducers  around  the  weapon  as  necessary  to  accurately 

map  a  140-db  noise-contour  curve  (Paragraph  4. 2. Id)  around  the  weapon. 

(3)  Fire  the  weapon  as  many  times  as  necessary,  but  at 
least  3,  to  establish  the  peak  pressure,  A-duration,  and  B-duration 
for  each  transducer  location  in  accordance  with  Paragraph  4.2.1c. 

k.  Tank  Main  Gun. 

(1)  Position  the  vehicle  on  an  appropriate  range  so  that 
the  guri  is  facing  forward  with  respect  to  the  vehicle  and  down  range. 

Raise  the  muzzle  to  the  elevation  (within  the  range  safety  limits)  that 
produces  the  highest  noise  level. 
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„  (2)  Mount  a  sensing  transducer  i'z  the  center  of  the  proba¬ 

ble  head  position  of  each  member  while  seated  in  the  vehicle.  Close  all 
hatches  during  firing. 

(3)  Mount  a  sensing  transducer  15.2  m  to  the  left  or  right 
of  the  muzzle  and  1.5  n  above  the  ground  plane  (to  represent  an  adjacent 
vehicle) . 

(4)  Fire  the  weapon  as  many  times  as  necessary ,  but  at 
least  3,  to  establish  the  peak  pressure,  A-duration,  and  B-duration  for 
each  transducer  location  in  accordance  with  Paragraph  4.2.1c. 

4.2. 1.2  Explosive-Ordnance  Tests.  For  these  tests,  noise-measuring 
efforts  are  concerned  primarily  with  determining  the  area  of  noise 
hazard  around  the  ordnance  item  rather  than  af  an  operator  position. 

a.  Prepare  explosive  ordnance  for  tears  as  follows: 

(1)  Bury  mines,  or  place  mines  on  surface  of  an  open  field, 
in  conformance  with  normal  deployment. 

(2)  Support  grenades  in  an  open  field  1.5  m  above  the  ground 

plane. 

(3)  Place  bombs  nose  down,  on  the  surface  of  a  field. 

(4)  Place  or  mount  demolition  charges  in  or  on  a  simulated 
fixture  for  which  the  charges  are  designed,  and  1.5  m  above  the  ground 
plane. 

b.  Set  the  explosive  ordnance  for  remote  detonation. 

c.  Mount  as  many  sensing  transducers  around  the  ordnance  item 
as  necessary  to  map  a  140-db  noise-contour  curve  (Paragraph  4. 2. Id).  Re¬ 
cord  the  peak-pressure  level,  A-duration,  and  B-duration  at  each  transducer 
location  for  as  many  detonations  as  considered  feasible.  The  arithmetic 
averages  of  the  pt:<-k-pro.ssure  level  and  B-duration  for  us  many  devices 

as  were  detonated  will  constitute  the  final  results  (see  TOP  4-2-822 
also) . 


4 . 2 . 1 . 3  Materiel  Other  Than  h'eap  ns  and  Explosive  Ordnance .  I  terns  s  u  ch 
as  machinery  (drophammero ,  jackhammers,  etc.)  and  impact  tools  that  pro¬ 
duce  impulse  noises  are  tested  not  only  against  impulse-noise  criteria, 
but  also  against  steady-state  criteria  when  appropriate.  For  impulse- 
noise  tests,  a  minimum  of  five  separate  impulses  is  required  to  establish 
the  arithmetic  means  of  peak-pressure  level  and  B-duration  as  described 
in  Paragraph  4.2.1c. 
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a.  Stationary  machinery  (e.g.,  drophammers) .  Since  these  test 
Items  arc  not  portable,  they  may  be  tested  within  an  enclosure,  the  most 
suitable  o£  which  is  the  room  or  area  of  intended  use. 

(1)  Place  sensing  transducers  at  the  center  of  the  probable 
head  positions  of  all  operators,  helpers,  and  maintenance  and  observer 
personnel. 

(2)  Mount  as  many  transducers  around  the  test  item  as  nec¬ 
essary  to  accurately  record  and  map  a  140-db  noise-contour  curve  of  an 
item  (Paragraph  4.2  Id) . 

(3)  Operate  the  machine  using  the  operation  and  material 
that  cause  the  highest  noise  level. 

(4)  Maka  as  many  machine  operations  as  necessary  to  assure 
completeness  of  noise  data  for  the  determination  of  peak-pressure  level, 
8-duration,  and  the  140-db  noise-contour  curve. 

b.  Portable  machinery  (e.g.,  pneumatic  hammers).  Conduct 
these  tests  in  an  open  area  free  of  all  reflecting  surfaces  and  where 
the  ambient  sound-pressure  level  is  at  least  25  db  below  the  values  ex¬ 
pected  during  the  tests. 

(1)  Mount  sensing  transducers  at  the  center  of  the  probable 
head  positions  of  this  operator  and  all  other  personnel  required  in  the 
area  during  the  operation. 

(2)  Mount  as  many  transducers  around  the  setup  as  v.ecessary 
to  accurately  record  and  map  a  140-db  noise-contour  curve  of  the  item 
(Paragraph  4. 1. Id).  Since  noise  levels  would  normally  be  expected  to 

be  about  the  same  in  all  directions,  transducers  normally  need  to  be  lo¬ 
cated  on  only  two  radials. 

(3)  Operate  the  equipment  using  the  operation  and  material 
causing  the  highest  noise  level  and  for  as  many  operations  as  necessary 
to  determine  peak-pressure  level,  B-duration,  and  the  140-db  noise- 
contour  curve. 

t'4)  If  the  portable  machinery  requires  other  equipment 
in  support  of  its  operation  (such  as  generators  or  air  compressors), 
test  the  supporting  equipment  also  for  its  steady-state  noise  level  as 
indicated  in  Paragraph  4.2.1. 3  abovs. 

4.2.2  Data  Required.  Record  the  following  data  (as  applicable)  for 
each  test  conducted  (see  also  Paragraph  3.6): 

a.  Test  item  nomenclature  and  identification  data. 
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b.  Type  of  ammunition  or  explosive  charge. 

c.  Test  item  condition  (type  mount,  hatch-position  mounting 
method,  etc.). 

d.  Components  and  on-board  equipment  Included. 

e.  Meteorological  data  (temperature,  humidity,  barometric  pres¬ 
sure,  sky  cover,  wind  direction  and  velocity). 

f.  Nomenclature,  model  and  serial  numbers,  and  manufacturer  of 
all  instruments  used. 

g.  Names  of  test  conductor  and  equipment  operator. 

h.  Microphone  locations. 

i.  Peak-pressure  level,  A-duration,  and  B-duntion  measurements 
of  Impulse  noise  for  each  microphone  location. 

j.  Noise-contour  data  (distance  and  directions  from  the  test 
item  at  which  140-db  peak  is  recorded) . 

5.  PRESENTATION  OF  DATA. 


5.1  Steady-State  Noise. 

a.  Tabulate  all  direct-measurement  data,  using  the  duta-collection 
sheet  in  Appendix  B  us  applicable. 

b.  When  data  are  recorded  on  magnetic  tape,  analyze  the  data  in 
the  laboratory  for  each  specified  requirement:.  If  a  requirement  is 
not  specified: 

(1)  Analyze  the  data  for  db(A),  db(C),  and  octave-band  sound 
levels  in  each  of  eight  octave  bands. 

(2)  Extract  a  portion  of  each  test  segment  from  the  magnetic 
tape  and  plot  a  spectral  analysis. 

c.  Present  data  taken  for  85-db(A)  contour  curves  as  shown  in 
Figure  5. 


d.  (Then  required,  compute  the  equivalent  continuous  noise  level 
(Leq)  (sic)  SB  described  in  MIL-STD-1474B(MI) . 

e.  Compare  the  steady-state  noise  data  with  the  limits  for  cat¬ 
egories  of  personnel-occupied  areaa  specified  in  MIL-STD-1474U(MI)  or 
with  any  special  noise  criteria  established  for  the  system  under  test. 
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Figure  5.  Typical  85-db(A)  Noise-Contour  Curve  for  n  Military  Vehicle 
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£.  Evaluate  the  nolaa  condition  for  the  following,  as  applicable: 

(1)  Minimum  distance  personnel  may  approach  without  hearing 
protection, 

(2)  Type  of  hearing  protection  required, 

(3)  Type  of  communication  possible, 

(4)  Distance  of  probable  communication, 

(5)  Speech  intelligibility, 

(6)  Maximum  detectable  distance. 

(7)  Primary  sources  of  noise  (i.e.,  exhaust,  tracks,  etc.). 

5 . 2  Impulse  Noise. 

a.  Analyze  copies  of  the  oscilloscopic  traces  or  the  magnetic.- 
tane  record  to  determine  peak-pressure  level,  A-duration,  and  B-durntiun. 
When  speed-reduction  techniques  with  direct-readout  devices  are  used, 
the  frequency-response  characteristics  of  .he  devices  must  be  at  least 
proportionally  equivalent  to  the  characteristics  of  the  recording  device. 

b.  For  systems  thut  produce  repetitive  impulse,  determine  the 
number  of  impulses  produced  within  the  first  200  milliseconds.  This 
number  of  impulses  is  multiplied  by  the  average  11-duration  of  single 
impulses  to  determine  an  effective  11-duration,  winch  is  used  to  es¬ 
tablish  the  maximum  allowable  peak-pressure  level  for  the  repetitive 
system. 


c.  Tabulate  the  data  taken  to  determine  rnfety  conditions  for 
personnel  as  shown  in  Figure  6.  When  making  comparison  noise  tests 
between  two  types  of  weapons  or  ammunition,  or  determining  whether  u 
simulator  is  loud  enough  to  represent:  the  actual  device,  only  peak- 
pressure  levels  are  required  and  reported  by  round  number. 

d.  Present  data  taken  for  140-db  contour  curves  as  shown  in  Fig¬ 
ure  4. 

e.  Compare  the  impulse-noise  data  with  the  limits  for  peak- 
pressure  level  and  B-durntlon  specified  In  MIL-STD-1474ll(MI)  with 
special  requirements  established  for  the  system  under  test. 

f.  Evaluate  the  noise  condition  for  the  following,  ns  applicable: 

(1)  Minimum  distance  personnel  may  approach  the  area  without 
hearing  protection. 
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Impulse-Noise  Laval*  20-mm  Cun  XM236 


Crew  Position  No.  1 _ _ Craw  Posit  Ion  No.  2 


Round 

Peak 

Prassura 

Laval 

(db) 

"A" 

Duration* 
(m«)  . 

"B" 

Duration* 

<«•)._ 

Round 

Peak 

Prassure 

Lavel 

(db) 

"A!l 

Duration 

(ms) 

"B" 

Duration 

(ms). 

1 

152 

0.7 

m 

1 

146 

1.0 

141 

2 

153 

0.8 

106 

2 

145 

1.2 

137 

3 

151 

0.9 

101 

3 

146 

0.9 

135 

4 

152 

0.7 

107 

4 

145 

1.1 

131 

Crew  Position  No. 

3 

Crew  Position  No. 

4 

Round 

Peak 

Pressure 

Level 

(db) 

"A" 

Duration 

(md) 

»B" 

Duration 
.  (ms)  _ 

Round 

Peak 

Pressure 

Level 

(db) 

"A" 

Duration 

(ms) 

"H" 

Duration 

-  (m»)  , 

1 

149 

1.2 

150 

1 

136 

3.6 

129 

2 

i.4R 

1.4 

145 

2 

136 

3.2 

135 

3 

150 

1.6 

155 

3 

134 

3.0 

120 

4  ' 

149 

1.2 

160 

4 

136 

3.8 

132 

*"A"  and  "B"  puls  j  duration  as  explained  in  MIL-STD-1474B(MI) • 


NOTESt  Driver'*  and  commander's  hatches  were  in  the  umbrelln  position  - 
all  other  hatches  were  closed. 

For  explosive-ordnance  test  reporting  (Paragraph  5.2),  substitute 
microphone  position  for  crew  position. 


Figure  6.  Typical  Impulse-Noise  Presentation. 
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(2)  Type  of  hearing  protection  required. 

(3)  Maximum  of  detectable  distance. 
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Recommended  changes  to  this  publication  should  be  forwarded  to 
Commander,  US  Army  Test  and  Evaluation  Command,  ATTN:  DRSTE-AD-M, 
Aberdeen  Proving  Ground,  MD  21005.  Technical  information  may  be 
obtained  from  the  preparing  activity:  Commander,  US  Army  Aberdeen 
Proving  Ground,  ATTN:  STEAP-MT-M,  Aberdeen  Proving  Ground,  MD 
21005.  Additional  copies  are  available  from  the  Defense  Technical 
Information  Center,  Cameron  Station,  Alexandria,  VA  22314.  This 
document  la  identified  by  the  accession  number  (AD  No.)  printed  on 
the  first  page. 


33 


17  July  1981  TOP  1-2-608 

APPENDIX  A 
BACKGROUND 

CHARACTERISTICS  OF  NOISE 


A-l  General. 

a.  Sound  -  Sound  ie  ihe  sensation  produced  through  the  oar  resulting 
from  rapid  fluctuation*  in  atmospheric  pressure.  Those  fluctuations  are 
expressed  in  dc-'  '.bulx  idh>  using  0.0002  microbnr  (which  is  the  same  as  0.0002 
dynes/cm2)  as  tiw.  r*  tVrenci.  pressure  (often  abbreviated  to  "re  0.0002  pbur"). 
Tills  reference  is  <;!'«  smallest  change  in  pressure  at  1000  Hz  that  young  men 
with  good  hearing  car.  detect.  The  relative  amplitude  of  these  pressure 
fluctuations  is  termed  the  "sound  pressure  level  (SPL),"  and  its  value  is 
given  by 


SPL  (in  db)  -  20  log  A 

“o 

where  P}  is  the  overpressure  and  F0  is  the  reference  overpressure  of  0.0002 
tnicrobar.  For  steady  state  noises,  Pj,  is  the  root-mean-squnru  (rms)  over¬ 
pressure  value,  whereas  for  impulse  noises,  it  is  the  instantaneous  peak 
overpressure  value.  Figure  A-l  shows  the  relationship  between  overpressure 
expressed  in  psi  and  decibels.  (One  microbnr  »  1.450  x  1.0“ 5  pal.)  Sound 
mny  bu  produced  by  a  vibrating  object  that  regularly  compresses  the  air  near 
its  surface  causing  a  wavu  to  propagate  from  the  object,  or  by  pulses  In  the 
•ir  genoratod  by  a  shock  wave  and  its  reflections.  For  u  simple,  pure  tone 
(i.e.,  a  sine  wave)  the  number  of  times  per  second  the  pressure  changes 
through  a  complete  cycle  la  the  frequency  of  the  sound.  The  audible  fre¬ 
quency  range  for  men  with  acute  hearing  is  about  20  to  20,000  Hz.  Normal 
speech  involves  the  frequencies  from  ubout  100  to  7000  Hz,  with  the  most  im¬ 
portant  freouency  centered  about  1200  Hz. 

b.  Noise  -  Noise  is  unwonted  Bound.  Noises  mny  be  divided  in  two  wavs! 
(1)  steady  st..*-®  (or  continuous),  such  as  that  produced  by  a  tank  or  Jet 
engine,  and  (2)  impulse  (or  imp  -t  or  transient),  such  as  that  produced  by 
gunfire. 

A-2  Steady  State  Noises. 

Steady  state  noises  arc  continuous  noises  that  maintain  essentially 
the  same  amplitude  and  spectral  distribution  over  a  period  of  time.  There 
are  two  principal  types  of  steady  state  noises:  (1)  steady  state  wide  hand 
noise  which  covers  a  wido  range  of  frequencies  (examples  -  noises  from  Lanka, 
reciprocating  engines,  and  ambient  noise)  and  (2)  steady  state  narrow  baud 
noise  covering  noises  that  range  from  pure  tones  to  those  that  are  concen¬ 
trated  in  a  frequency  band  of  less  than  one-third  octave  (examples  -  noises 
produced  by  turbines,  transformers,  and  sirens  operating  under  constant 


s 

A-l 


■*'“**'  *I*w**s*A 
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Flgurt  A- 1.  Relation  alp  of  Ovorprotcurt  Moaiuromontt  to  Noi««  Lovtli 

(To  convert  from  pul  to  kl’n  multiply  by  6.89.) 
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conditions).  Steady  state  noise  levels  are  given  as  rms  values  expressed  in 
decibels.  Oscillograph  traces  of  steady  state  noises  are  shown  in  Figure 


A-3  Impulse  Noises  and  Blast  Waves. 

An  idealized  impulse  noise  produces  the  same  physical  phenomenon  as  a 
blast  wave.  A  shock  front  is  created  which  is  characterized  by  a  disconti¬ 
nuity  in  pressure.  The  pressure  rise  from  ambient  to  peak  occurs  in  less 
than  a  microsecond.  In  practice,  there  may  be  precursors  in  the  form  of 
advance  elements  of  the  gun-firing  process  which  arrive  before  the  main 
muzzle  blast.  Reverberations  and  reflections  also  increase  the  complexity 
of  the  wave  form  creating  n  number  of  nodes.  The  duration  of  on  impulse 
noise  is  generally  in  the  millisecond  range  for  large  weapons  and  in  micro¬ 
seconds  for  small  arms.  Impulse  noises  that  ore  repeated  rapidly,  such  as 
machine  gun  fire,  are  colled  "repeated  impulse  noises."  In  some  cases,  such 
as  with  gun  noises  heard  from  within  a  closed  tank,  the  impulse  has  no  ap¬ 
parent  shock  front.  Peak  sound  pressure  levels  in  decibels  cun  be  di” ectly 
converted  to  blast  overpressures  in  pai  by  the  use  of  Figure  A-l.  Blabt 
overpressure  and  impulse  noises  are  discussed  in  greater  detail  in  TOP 
4-2-822. 


4 - 100  MILLISECONDS — 


-4 - 100  MILLISECONDS - *| 


Figure  A-2.  Oscillographs  ot  Typical  Steady  State  Noises. 
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Sample  Form  Showing  Acoustical  Test  D  ta  for  M561  Cargo  Truck 
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